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The potential capabilities and analytical performance of lab-on-valve (LOV) manifold as a front end to amperometry have
been explored for the on-line determination of morin. Meanwhile, the electrochemical behaviors of morin were investigated
based on polyvinylpyrrolidone- (PVP-) doped carbon paste electrode (CPE), which found that PVP can signiﬁcantly improve
its oxidation peak current. The excellent amperometric current response was achieved when the potential diﬀerence (ΔE)o f0 . 6V
was implemented in pH 6.5 phosphate buﬀe rs o l u t i o n( P B S )t h a ts e r v e da st h es u p p o r ting electrolyte. A well-deﬁned oxidation
peak has been obtained in studies using PVP as a modiﬁer of CPE based on the oxidation of morin. The present work introduces
the LOV technique as a useful tool for amperometric measurement, documents advantages of using programmable ﬂow, and
outlines means for miniaturization of assays on the basis of PVP modiﬁed CPE. The proposed method was applied successfully to
the determination of morin in real samples, and the spiked recoveries were satisfactory.
1.Introduction
As for polyvinylpyrrolidone (PVP) mentioned here, which is
a water-soluble synthetic polymer, it is an amphiphilic high
molecular-weight compound containing highly polar amide
groups in conjunction with apolar methylene and methane
(CH) moieties [1]. And its chemical structure is presented
in Figure 1(a). PVP is a versatile polymer with innate surface
activity and has the capability to form strong adsorption to
phenolic compounds, which is attributed to hydrogen bonds
between imide in the center of polymer and hydroxyl group
in phenolic compounds [2]. With the above characteristics,
PVP can furnish diﬀerent electrical properties to the modi-
ﬁed electrode/solution interface. The applications of carbon
paste electrode (CPE) and chemically modiﬁed carbon paste
electrode (CMCPE) in analytical chemistry have attracted
considerable attention in recent years. In comparison with
other modiﬁed electrodes, CMCPEs exhibit advantages such
as ease of fabrication and regeneration, low background
current, wide range of used potential, stable response, and
very low Ohmic resistance [3–5].
Flavonoids are the most abundant polyphenolic com-
pounds widely distributed in fruits, vegetables, and plant-
derived beverages such as tea and red wine [6, 7]. Due to
many reports claiming that ﬂavonoids have a variety of ben-
eﬁcial pharmacological properties, including antioxidation,
antiviral, and anti-inﬂammatory activities, ﬂavonoids have
recently been paid more attention as potential therapeu-
tic agents [8–12]. Morin (2 ,3,4 ,5,7-pentahydroxyﬂavone),
whose molecular structure is described in Figure 1(b),a sa
member of the family of the ﬂavonols, is an important bioac-
tive compound via interacting with nucleic acids, enzymes,
and protein [13]. Furthermore, with the potent antioxi-
dant and metal ion chelating capacity, morin possesses var-
ious biological and biochemical eﬀects such as anti-inﬂam-
mation, antineoplasm, and antimutagenesis [14–18]. Thus,
it is necessary that reliable and sensitive analytical methods
should be developed for the determination of morin.
As far as we know, there is a few information available
in the literatures concerning the electrochemical behavior of
morin [11, 12, 19]. Tesio et al. studied the thermodynamic













Figure 1: The structures of PVP (a) and morin (b).
(GC) electrodes by both cyclic and square wave voltamme-
tries [20]. The Frumkin adsorption isotherm was the best to
describethespeciﬁcinteractionofmorinwithGCelectrodes.
Xiao et al. reported that a multiwalled carbon nanotubes-
paraﬃn oil paste electrode was fabricated and used to study
the voltammetric behavior of morin [21]. Morin exhibited a
very sensitive and well-deﬁned anodic peak on it.
In recent years, more attention was focused on the
development of automated analytical procedures. And the
development of sequential injection lab-on-valve (SI-LOV)
formatprovidesvastpotentialsforinstrumentalminiaturiza-
tion and automatization and online detection [22–25]. The
volumes and dimensions of ﬂuidics are downscaled in a
“digital”fashionbystopping,reversing,andacceleratingﬂow
rates, with the aim of making this technique compatible with
advances in instrument miniaturization [26–28]. The pre-
sent work adds a novel facet to the LOV technology for
the determination of morin by implementing amperometric
measurement. By means of integrating appropriate elec-
trochemical ﬂow cell (EFC) designed and processed into
LOV unit, LOV-amperometric system was developed via the
communication with electrodes, realizing automated online
analysis in a closed system. The research eﬀort is devoted to
investigating the electrochemical properties of morin using
PVP/CPE and the usefulness of the method was evaluated
for the determination morin in real samples.
2. Experimental
2.1. Instrumentation. The sequential injection lab-on-valve
(SI-LOV) system composed of a FIAlab-3000 sequential
injection system (FIAlab, Instruments, Bellevue, WA, USA),
a high-precision 2500μL syringe pump (Cavro, Sunnyvale,
CA,USA),andasix-positionselectorvalveisshownschema-
tically in Figure 2. Sample metering, mixing, dilution,
reagent addition, incubation, separation, and detection can
be executed in any desired sequence with LOV module con-
sisting of all kinds of channels that are integrated with a mu-
ltipurpose ﬂow cell. The holding coil (HC) with capaci-
ties of 2.5mL was made out of 0.8mm i.d. PTFE tubing (Up-
church Scientiﬁc, Oak Harbor, WA, USA), which allowed
chemical reaction and/or physical operations to take place.
The instrument is controlled by FIAlab software for Win-
dows 5.0 which allows for versatile and reliable sequencing
of events comprising assay protocol and data collection. A
homemade LOV unit incorporated an electrochemical ﬂow
cell (EFC) whose volume was equivalent to approximately
180μL with a three-electrode system, namely, a CPE modiﬁ-
ed by PVP as working electrode (WE), a platinum wire elec-
t r o d ea sc o u n t e re l e c t r o d e( C E ) ,a n daA g / A g C le l e c t r o d ea s
reference electrode (RE). Moreover, the working electrode is
placed in the canal adjacent to the sample inlet in order to
have the best contact with the sample from EFC. The am-
perometric measurements were carried out with a LK2005
electrochemical workstation (LANLIKE Tianjin Chemistry
and Electron High Technology Co. Ltd., China).
2.2. Chemicals. All the reagents used were at least of analyt-
ical reagent grade and purchased from Sinopharm Chemical
Reagent Co., Ltd. (Shanghai, China) unless otherwise stated.
Double deionized water (18.2MΩcm) was used throughout
the experiments. All the experiments were carried out at
room temperature. Stock solution of 1×10
−2 molL−1 morin
(Fluka) was prepared and kept at 4◦C by dissolving 0.3022g
morin with water in 100mL volumetric ﬂask where a small
quantity of 0.2molL−1 NaOH solution was added in order
topromotedissolution.Theworkingstandardsolutionswere
obtained by stepwise dilution using 0.05molL−1 phosphate
buﬀer solution (PBS, pH 6.5). PBS (0.05molL−1,p H6 . 5 ) ,
and de-ionized water was used that acted as the supporting
electrolyte and carrier solution, respectively. The pH value of
buﬀer solution was adjusted by phosphoric acid solution or
sodium hydroxide solution. PVP K-30 and graphite powder
(CP) were used as electrode materials.
2.3. Fabrication and Pretreatment of Working Electrode. The
PVP-doped CPE was prepared by mixing 2.3g graphite, 0.2g
PVP, and 500μLp a r a ﬃn oil into a mortar to form a homo-
geneous mixture. And then, the mixture was pressed into a
homemade cylindrical glass tube 6.0mm i.d. with loading
height of approximately 3.5cm, which was connected with
a copper wire (diameter: 1.0mm), and the electrode surface
was polished manually. The prepared PVP-CPE was activat-
ed at 100mV/s over the potential range from −1.0 to 0.6V
using HAc-NaAc (0.1molL−1, pH 5.5) until stable cyclic
voltammetry curves were obtained. All potentials were agai-
nst Ag/AgCl in this work. Such pretreatment of the working
electrodes allowed us to obtain a maximum sensitivity, and itJournal of Analytical Methods in Chemistry 3















Figure 2: Schematic diagram of the SI-LOV manifold in conjunction with amperometry for the determination of morin.
was repeated after each regeneration of electrode. It is noted
thattheamount ofparaﬃnoilshouldberestrictedtoamod-
erate amount since insuﬃcient paraﬃn oil would be unfav-
orablefortheformationofuniformmixture;excessiveparaf-
ﬁn oil, however, would result in the decrease of conductivity
of the electrode.
2.4. Sample Pretreatment. The tea samples were purchased
from local market and treated as follows. The tea sample
(about1.0g)wasexactlyweighed,andthemorinwasextract-
ed with 30mL of ether and acetone (14:1, v/v), vortexed for
5min, then centrifuged for 20min at 2000rpm. The upper
organic layer was transferred into another test tube and eva-
porated to dryness with N2. The residue was reconstituted in
PBS, which was used for the assay of morin by the proposed
methodology.
Mulberry leaves (M. alba L.) were purchased from local
Chinese pharmacy store and ﬁnely pulverized by electric
blender before the experiment. Twenty grams of powdered
leaves was transferred into a beaker together with de-ionized
water and a few drops of 0.2molL−1 NaOH solution for 24
hours. After being ﬁltered through a ﬁlter paper, the extract
was transferred to 100mL conical beaker, and then the con-
tents of morin were analyzed after appropriate dilution.
2.5. Operating Procedure. The operation schematic diagram
and the relative position of electrodes were illustrated in
Figure 2.Thecentralchannelwasconnectedto2500μLhigh-
precision syringe pump via HC. Port 4 acted as a detec-
tion port where an EFC was integrated while ports 1 and
5 and 6 were used as reserved channels. The assay proto-
col comprised the following steps. First, 600μLd o u b l e - d e i o -
nizedwaterwasdrawnfromthereservoirtocleanallthelines
and remove possible air bubbles. Then, 500μL of PBS and
200μL of morin solution wereaspirated fromtheports 3 and
2 sequentially at a ﬂow rate of 50μLs −1 into the HC, where
the diﬀerent zones were stacked and stored. Thereafter, the
mixed sample/reagent zones were propelled forward through
the EFC at the ﬂow rate of 30μLs −1 via port 4; at the same
time, the resulting current for amperometric measurement
was recorded when the external potential diﬀerence of 0.6V
was applied. Finally, the system was cleaned by pumping
water through the ﬂow cell.
3. Results and Discussion
3.1. Electrochemical Activity of Morin. The electrochemical
characteristics of morin were studied by cyclic voltam-
metry (CV) using 1.0 × 10
−5 molL−1 m o r i ns o l u t i o ni n
0.05molL−1 PBS (pH 6.5). The electrochemical responses at
bare CPE (b) and PVP/CPE (a) surfaces were presented in
Figure 3.I tw a ss u g g e s t e dt h a tn op e a kw a so b t a i n e da tb a r e
CPE. However, when PVP/CPE was applied, a well-deﬁned
oxidation peak (p) appeared at ca. 0.28V with the anodic
sweep from −0.8 to 0.6V, which was related to the oxidation
of morin. Meanwhile, a corresponding small reduction peak
was observed in the reverse scan, which was related to the
oxidation products of morin. The very low reduction peak
currents indicate a low degree of reversibility of morin oxi-
dation. As a nonionic polymer with amphiphilic character,
PVP contains a carbonic backbone which pyrrolidine rings
are attached to. A segment has the following chemical com-
position: C6H9NO, which corresponds to the overall com-
position of the polymer. PVP doped in CPE surface could
eﬀectively facilitate the adsorption of morin on the electro-
de surface and exhibit high accumulation eﬃciency, which
would lead to the enhancement of current responses of
morin. This was caused by the fact that PVP had the ability
to form hydrogen bonds between imide in the center of poly-
mer and hydroxyl group of morin [29]. During the follow-






























Figure 3: Cyclic voltammograms obtained at bare CPE (b) and
PVP/CPE (a) surfaces using 1.0 × 10
−5 molL−1 morin solution in
0.05molL−1 PBS (pH 6.5).
decreasesgradually.Itmaybecausedbythefactthattheelec-
tron transfer was blocked by the adsorption of reaction pro-
ducts resulting in the decrease of reaction sites on electrode
surface.
3.2. Eﬀects of Buﬀer Solution and pH. The supporting elec-
trolyte that had a signiﬁcant impact on the amperometric
analysis was selected based on the eﬀect of its pH on the
peak height and peak shape. Under the condition of ΔE
of 0.6V, inﬂuences of various buﬀer systems on result-
ing currents were tested using 1.0 × 10
−5 molL−1 morin
standard solution, namely, 0.05molL−1 Na2HPO4-KH2PO4,
0.05molL−1 Tris-HCl, and 0.1molL−1 HAc-NaAc. The
results showed that the current response of morin in phos-
phate buﬀer solution was signiﬁcantly higher than the other
two kinds of mediums along with well-shaped peaks and
stable current signals. As a result, PBS was chosen as the
reaction medium. A more detailed study of the eﬀect of pH
on the amperometric response was performed using PBS
(0.05molL−1) over the pH level of 3.5–8.5. It can be seen
that the peak height increased with the pH value of PBS up
to about 6.5, above which it decreased, and at which a maxi-
mum signal was obtained. Therefore, phosphate buﬀer solu-
tion of pH 6.5 was used throughout the experiments.
Furthermore, the inﬂuence of pH of PBS on peak poten-
tial was studied by CV over the pH range of 4.5–8.0. It was
suggested that the oxidation peak potential shifted nega-
tively with increasing solution pH, obeying the equation
Ep(V) = 0.6799 − 0.0613pH with R2 = 0.9949. The slope of
61.3mVpH−1 was obtained, which suggested that the num-
ber of protons and electrons involved in the oxidation of
morinwasequal.Inaddition,thecurrentintensityoftheoxi-
dation peak p decreased obviously with increase of solution
pH. This may be due to the increasing deprotonation of OH
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Figure 4: Cyclic voltammograms obtained at PVP/CPE in
0.05molL−1 PBS with various scan rates. The scan rates were 25,
50, 100, 150, 200, 250, 300mV/s from a to g. Inset: plot of the peak
current as a function of the scan rate.
3.3. Electrode Process of Morin at PVP/CPE. The current res-
ponses of morin would be inﬂuenced by scan rate, and
corresponding electrochemical parameters could be deduced
from the relationship between scan rate of potential sweep
and current responses of morin. The dependence of oxi-
dation peak current of 1.0 × 10
−5 molL−1 m o r i no ns c a n
rate at PVP/CPE was illustrated in Figure 4. The oxidation
peak current varied linearly with the scan rates (ν)o v e r
the range of 25 to 300mV/s. A linear relationship between
the peak current and the scan rate was found as Ip(μA) =
0.3482v + 131.76 (R2 = 0.9973), suggesting that the electro-
chemical reaction process of morin at the PVP/CPE was an
adsorption-controlled process.
3.4. Optimization of Percentage Composition of PVP. It is
noted that the PVP/CPE can remarkably improve the oxida-
tion peak current of morin. However, further studies showed
that the amount of PVP contained in the doped CPE also
aﬀects the electrochemical response to morin. The inﬂuence
of PVP amount on the oxidation peak current of morin
was examined within the range of 2–14%. As the content
of PVP is gradually improving, the oxidation peak current
also increased correspondingly and reached its maximum
at 8% of the compound electrode material, above which it
decreased. As the amount of PVP is gradually rising, more
active sites were obtained so that the oxidation peak cur-
rent greatly increased. With further improvement of the con-
tent of PVP, however, the conductivity of PVP/CPE lowered,
which clogged the electron transfer of morin and enhanced
the background current. Thus, the oxidation peak current
of morin contrarily decreased when excessive higher content
of PVP was applied. Moreover, high PVP ratio in the
composition could lead to its leaching from the electrode
because of its solubility in water and other polar solvents. As
a result, the best mass content of PVP was found to be 8%.Journal of Analytical Methods in Chemistry 5
3.5. Optimal Working Potential. The potential diﬀerence
(ΔE) appeared to be a predominant parameter in ampero-
metric measurement, which had an inﬂuence on sensitivity,
selectivity, and peak shape. The inﬂuence of the ΔE on am-
perometric signal magnitude was investigated within the
range of 0.1–1.0V in 1.0 × 10
−5 molL−1 morin solution.
With increasing ΔE, the current response was improved
alongwithlargerbackgroundcurrent.However,whenhigher
ΔE was applied above 0.6V, the poor-quality peak shape
was obtained with unstable baseline. This could be explained
that the increasing of the applied ΔE leads to the increase
of sensitivity accompanying the decrease of both selectivi-
ty and S/N ratio, meaning that possible interference of un-
desirable species presented in the measuring sample could
be suppressed at the lower potential. With ΔE of 0.6V, the
well-shaped peak and more stable baseline were obtained.
Therefore,imposed ΔE of 0.6V was favored as a compromise
between the sensitivity and selectivity for the further experi-
ment.
With regard to amperometric detection mode, the back-
ground current which is mainly caused by other introduced
electroactive substances, is more faradic current than charg-
ing current since the working potential diﬀerence is ﬁxed at
a constant value [30, 31].
3.6. Optimization of LOV Parameters. The optimization of
LOV parameters, namely, sample volume and ﬂow rate, was
carriedoutbytheunivariatemethod,withtheaimtoachieve
a compromise between the peak height, sample throughput,
and reproducibility. Since there was no homogeneous reac-
tion in the proposed method, some conditions were not
considered essential, such as reaction time, temperature, and
the concentration of reagents.
It was found that the injection volume had a strong eﬀect
on current response in peak height and peak width, which
varied from 50 to 350μL. The peak height and peak width
increased with the sample volume up to 150μL, above which
it leveled oﬀ, demonstrating the improvement of detec-
tion sensitivity by increasing the sample volume within a
certain range. No signiﬁcant diﬀerences were observed above
150μL except for a decrease in the sample throughput. This
phenomenon could be attributed to the fact that the amount
of reactant was increased with the increment of the injection
volume within a certain range, resulting in an increase of
the peak height. However, when an excessive amount of
reagent zone was introduced into the EFC, the morin sample
zone could only disperse/penetrate into a certain length of
it, thus leaving a part of the zone with pure reagent, which
contributed very little to the reaction in fact, and thus an
unchanged signal was obtained. Therefore, a 200μLs a m p l e
volume was assumed as the optimum with suitable peak
width.
The ﬂow rate was investigated taking into account the
change in signal intensity as well as the peak shape and rep-
roducibility, on which the sample throughput was strongly
dependent. The signal intensity increased with the ﬂow rate
from 15 to 30μLs −1 and reached a maximum at the ﬂow rate
of 30μL/s; thereafter it decreased. The extent of dispersion is
one of the most important factors aﬀecting the reaction and
the sensitivity of the detection system concerning the adja-
cent sample/reagent zones in a ﬂow channel. When lower
ﬂow rate was implemented, a broader peak and small peak
height were obtained in that the higher degree of dispersion
of the sample zone into the carrier stream would result in the
decreaseoftheconcentrationofthedetectablesample.High-
er ﬂow rate, on the other hand, would lead to an unstable
signalwithpoorreproducibility duetolackofadequatereac-
tion time. It proved that the maximal peak height was
achieved with satisfactory sample throughput when the ﬂow
rate of 30μL/s was applied. Hence, 30μL/s was chosen as the
optimum ﬂow rate.
3.7. Inﬂuence of Interferences. The tolerance of the analytical




ious concentrations of the interfering substances. The toler-
able concentration of each interfering compound was taken
as the measured signal variation ±5.0% relative error, and
the tolerable ratio of each foreign species was the following:
1000-fold for Na+,K +,a n dP O 3−
4 ; 800-fold for Cl−,A c −,
and Mg2+; 500-fold for SO2−
4 ,N H +
4,a n dC a 2+; 300-fold for
NO
−
3 ,I −,M n 2+,Z n 2+, and salicylic acid; 200-fold for Bi3+,
Cu2+,C r 3+,S n 2+, gallic acid, catechol, and ethanol; 100-
fold for Ni2+,C o 2+, thiamine hydrochloride, tyrosine; 50-
fold for uric acid, and phenylalanine; 30-fold for riboﬂavin
and ascorbic acid. In addition, several substances, such
as catechins, thearubigins, and theaﬂavins with molecular
structures similar to morin also have no evident disturbance
in the analysis of real samples, which proved that LOV-
amperometric technique for the determination of morin in
real samples is feasible with good anti-interference ability.
3.8.AnalyticalCharacteristics. Theanalyticalperformanceof
the LOV procedure was evaluated by means of the applica-
tion range, reproducibility, limit of detection (LOD), limit
of quantitation (LOQ), and sample throughput. Under the
selected experimental conditions above described, a calibra-
tion graph of the peak height versus concentrations of
morin was obtained, which was described in Figure 5.T h e
calibration graph was equipped with two linear sections.
The ﬁrst linear regression equation was Ip = 2.4366C −
0.7555 (Ip: μA, C: μmolL−1) within the range of 1.0–
10.0μmolL−1 of morin with a correlation coeﬃcient of
0.9953. And the other one was Ip = 0.1456C +2 4 .973 (Ip:
μA, C: μmolL−1) within the range of 10.0–400.0μmolL−1)
ofmorinwithacorrelationcoeﬃcient of 0.9959. The present
method provided suﬃcient sensitivity as reﬂected by the
values of LOD and LOQ. The calculation of LOD/LOQ for
m o r i nw a sy i e l d e db yu t i l i z i n gL O D= 3σ/s and LOQ =
10σ/s,w h e r eσ is the standard deviation of the blank signals
and s is the slope of the linear calibration graph. And the
resulting concentrations at LOD and LOQ levels were 0.19
and 0.63μmolL−1, respectively. The RSDs of the proposed










Figure 5: The amperometric current response with increasing concentrations of morin. ΔE of 0.6V was applied. Sample volume was 200μL
with the ﬂow rate of 30μLs −1.
Table 1: Sequential injection lab-on-valve format hyphenated with amperometry based on PVP/CPE with applications to the analysis of
morin in real samplesa.
Samples Original Spiked Total found Recovery (%) RSD (%, n = 3)
(10−5 molL−1)( 1 0 −5 molL−1)( 1 0 −5 molL−1)
Tea 1.76 ± 0.28 2.00 3.70 ± 0.35 97.0 ± 0.6 2.6
4.00 5.86 ± 0.44 102.5 ± 0.9 2.7
Mulberry leaves 5.13 ± 0.27 6.00 11.27 ± 0.46 102.3 ± 1.1 3.1
8.00 13.42 ± 0.53 103.6 ± 1.2 3.6
aThe results were obtained at 95% conﬁdence level.
of 5.0 and 40.0μmolL−1 were 3.1% and 3.7%, respectively.
And the sample throughput of 45h−1 was achieved.
The proposed method shows a lower LOD, a comparable
concentration range of calibration curve, and a suitable sam-
pling frequency, which have demonstrated the feasibility
of the LOV platform with amperometric detection for the
determination of morin. The low reagents/samples con-
sumption (200μL of sample volume for each analysis) and
high sample throughput (45 samples per hour) with good
precision (RSDs = 3.1% and 3.7%, n = 11) rank the devel-
oped method competitive for routine analysis. The present
work introduces the SI-LOV technique in connection with
amperometric assay and highlights advantages of miniaturi-
zation: reduced sample/reagent consumption and reduction
of eﬄuent waste, small size of the apparatus that makes it
portable, and advantages of programmable ﬂow.
The eﬀectiveness of PVP/CPE was demonstrated by a
long-term stability study of its surface activity. Under the
selected conditions, when the PVP/CPE electrode was appli-
edtotheanalysisof5.0×10
−6 molL−1 morinfor30repetitive
injections, the RSD of 3.3% was obtained, which indicated
that the electrode did not had any problems or blocked from
the adsorption of reaction products. What is more, all the
manipulations were carried out in a closed system, which
could greatly reduce the contaminations of electrodes. In a
word, a much longer useful working period for PVP/CPE
was achieved without signiﬁcant variation in the response
performance neither in the requirement of special condi-
tioning treatments. The general good characteristics extend-
ed its use as a detector in the LOV system.
3.9. Application to the Practical Sample. The present work
introduces the lab-on-valve technique in connection with
amperometricmeasurement,documentsadvantagesofusing
programmable ﬂow, and outlines means for miniaturization
of assays. The feasibility of the established system was
demonstrated by morin detection in tea and mulberry leaves
(M. alba L.). Meanwhile, the spiked recovery experiments
wereperformedwithsatisfactoryresults(Table 1),suggesting
that the proposed method is feasible and eﬀective with high
accuracy for the determination of morin. Due to a matrix
eﬀectpresentinthesampleinanunpredictableextent,quan-
tiﬁcation was achieved by the standard addition method.
4. Conclusions
A robust and straightforward automated procedure for the
determination of morin in real sample is developed as an
alternative analytical technique to other more costly and
complicated procedure. With the use of programmable ﬂow,
advantages of LOV technique are the small size of the instru-
ment and unprecedented reagent economy, which enriches
the apparatus of miniaturization and automatization, broad-
ening its range of application in electrochemical scope.Journal of Analytical Methods in Chemistry 7
The PVP/CPE integrated to EFC is easy to construct in labo-
ratory and enables the implementation of easy regeneration
accomplished by means of a quick mechanical renewal of
the electrode surface layer. The PVP/CPE exhibited an excell-
ent electrochemical activity towards the oxidation of morin
in PBS, and the electrochemical characteristics of morin oxi-
dation peak were well investigated. PVP could eﬀectively
facilitate the adsorption of morin on surface of the modiﬁed
electrode, which led to the enhancement of the oxidation
peakofmorin.SoaboveadvantagesmakeLOV-amperometr-
icanalyticalplatformasolidcandidateformonitoringmorin
in real sample by the application of PVP/CPE.
Acknowledgments
This work was supported by the National Natural Science
Foundation of China (20875081), the Key Laboratory Foun-
dation of Environmental Material and Engineering of Jiang-




[ 1 ]S .A .J o n e s ,G .P .M a r t i n ,a n dM .B .B r o w n ,“ D e t e r m i n a t i o n
of polyvinylpyrrolidone using high-performance liquid chro-
matography,” Journal of Pharmaceutical and Biomedical Anal-
ysis, vol. 35, no. 3, pp. 621–624, 2004.
[2] X. Yang, F. Wang, and S. Hu, “The electrochemical oxidation
oftroxerutinanditssensitivedeterminationinpharmaceutical
dosage forms at PVP modiﬁed carbon paste electrode,”
Colloids and Surfaces B, vol. 52, no. 1, pp. 8–13, 2006.
[3] H. Guo, Y. Li, P. Xiao, and N. He, “Determination of trace
amount of bismuth(III) by adsorptive anodic stripping volta-
mmetry at carbon paste electrode,” Analytica Chimica Acta,
vol. 534, no. 1, pp. 143–147, 2005.
[4] A. N. Ejhieh and N. Masoudipour, “Application of a new pot-
entiometric method for determination of phosphate based on
a surfactant-modiﬁed zeolite carbon-paste electrode (SMZ-
CPE),”AnalyticaChimicaActa,vol.658,no.1,pp.68–74,2010.
[5] E. Shams and R. Torabi, “Determination of nanomolar con-
centrations of cadmium by anodic-stripping voltammetry at a
carbon paste electrode modiﬁed with zirconium phosphated
amorphous silica,” Sensors and Actuators B, vol. 117, no. 1, pp.
86–92, 2006.
[ 6 ] M .C .C a n i v e n c - L a v i e r ,M .F .V e r n e v a u t ,M .T o t i s ,M .H .S i e s s ,
J. Magdalou, and M. Suschetet, “Comparative eﬀects of ﬂavo-
noids and model inducers on drug-metabolizing enzymes in
rat liver,” Toxicology, vol. 114, no. 1, pp. 19–27, 1996.
[7] A. Deka and J. A. Vita, “Tea and cardiovascular disease,” Phar-
macological Research, vol. 64, no. 2, pp. 136–145, 2011.
[8] P. C. H. Hollman and M. B. Katan, “Dietary ﬂavonoids: in-
take, health eﬀects and bioavailability,” Food and Chemical To-
xicology, vol. 37, no. 9-10, pp. 937–942, 1999.
[9] C. Pelissero, M. J. P. Lenczowski, D. Chinzi, B. Davail-Cuis-
set, J. P. Sumpter, and A. Fostier, “Eﬀects of ﬂavonoids on aro-
matase activity, an in vitro study,” Journal of Steroid Biochemi-
stry and Molecular Biology, vol. 57, no. 3-4, pp. 215–223, 1996.
[10] A. Russo, R. Acquaviva, A. Campisi et al., “Bioﬂavonoids as
antiradicals, antioxidants and DNA cleavage protectors,” Cell
Biology and Toxicology, vol. 16, no. 2, pp. 91–98, 2000.
[11] J. B. He, S. J. Yuan, J. Q. Du, X. R. Hu, and Y. Wang, “Voltam-
metricandspectralcharacterizationoftwoﬂavonolsforassay-
dependent antioxidant capacity,” Bioelectrochemistry, vol. 75,
no. 2, pp. 110–116, 2009.
[12] A. Masek, M. Zaborski, and E. Chrzescijanska, “Electrooxida-
tion of ﬂavonoids at platinum electrode studied by cyclic vol-
tammetry,” Food Chemistry, vol. 127, no. 2, pp. 699–704, 2011.
[13] N. C. Cook and S. Samman, “Flavonoids—Chemistry, meta-
bolism, cardioprotective eﬀects, and dietary sources,” The
Journal of Nutritional Biochemistry, vol. 7, no. 2, pp. 66–76,
1996.
[14] S. H. Fang, Y. C. Hou, W. C. Chang, S. L. Hsiu, P. D. L. Chao,
and B. L. Chiang, “Morin sulfates/glucuronides exert anti-
inﬂammatory activity on activated macrophages and decreas-
ed the incidence of septic shock,” Life Sciences, vol. 74, no. 6,
pp. 743–756, 2003.
[15] H. K. Kim, B. S. Cheon, Y. H. Kim, S. Y. Kim, and H. P. Kim,
“Eﬀects of naturally occurring ﬂavonoids on nitric oxide pro-
duction in the macrophage cell line RAW 264.7 and their stru-
cture-activity relationships,” Biochemical Pharmacology, vol.
58, no. 5, pp. 759–765, 1999.
[16] D.P.MakrisandJ.T.Rossiter,“Hydroxylfreeradical-mediated
oxidative degradation of quercetin and morin: a preliminary
investigation,” Journal of Food Composition and Analysis, vol.
15, no. 1, pp. 103–113, 2002.
[17] Y. Iwase, Y. Takemura, M. Ju-ichi et al., “Inhibitory eﬀect
of ﬂavonoid derivatives on Epstein-Barr virus activation and
two-stage carcinogenesis of skin tumors,” Cancer Letters, vol.
173, no. 2, pp. 105–109, 2001.
[18] K. Kawabata, T. Tanaka, S. Honjo et al., “Chemopreventive
eﬀect of dietary ﬂavonoid morin on chemically induced rat
tongue carcinogenesis,” International Journal of Cancer, vol.
83, no. 3, pp. 381–386, 1999.
[19] F. Wang, Y. Xu, J. Zhao, and S. Hu, “Electrochemical oxidation
of morin and interaction with DNA,” Bioelectrochemistry, vol.
70, no. 2, pp. 356–362, 2007.
[20] A. Y. Tesio, A. M. Granero, H. Fern´ andez, and M. A. Z´ on,
“Characterization of the surface redox process of adsorbed
morin at glassy carbon electrodes,” Electrochimica Acta, vol.
56, no. 5, pp. 2321–2327, 2011.
[ 2 1 ] P .X i a o ,Q .Z h o u ,F .X i a o ,F .Q .Z h a o ,a n dB .Z .Z e n g ,“ B i o s e n -
sors based on multiwalled carbon nanotubes-alumina-coated
silica nanoparticles composite ﬁlms,” International Journal of
Electrochemical Science, vol. 1, pp. 228–237, 2006.
[22] J. Wang and E. H. Hansen, “Sequential injection lab-on-valve:
the third generation of ﬂow injection analysis,” TrAC Trends in
Analytical Chemistry, vol. 22, no. 4, pp. 225–231, 2003.
[ 2 3 ]X .L o n g ,M .M i r´ o, R. Jensen, and E. H. Hansen, “Highly sele-
ctive micro-sequential injection lab-on-valve (μSI-LOV)
method for the determination of ultra-trace concentrations
of nickel in saline matrices using detection by electrothermal
atomic absorption spectrometry,” Analytical and Bioanalytical
Chemistry, vol. 386, no. 3, pp. 739–748, 2006.
[24] H. M. Oliveira, M. A. Segundo, J. L. F. C. Lima, M. Mir´ o,
and V. Cerd` a, “Exploiting automatic on-line renewable mole-
cularly imprinted solid-phase extraction in lab-on-valve for-
mat as front end to liquid chromatography: application to the
determination of riboﬂavin in foodstuﬀs,” Analytical and Bio-
analytical Chemistry, vol. 397, no. 1, pp. 77–86, 2010.
[25] J. Wang, “Lab-on-valve mesoﬂuidic analytical system and its
perspectives as a “world-to-chip” front-end,” Analytical and
Bioanalytical Chemistry, vol. 381, no. 4, pp. 809–811, 2005.8 Journal of Analytical Methods in Chemistry
[26] M. Mir´ o and E. H. Hansen, “Miniaturization of environ-
mental chemical assays in ﬂowing systems: the lab-on-a-valve
approach vis-` a-vis lab-on-a-chip microﬂuidic devices,” Ana-
lytica Chimica Acta, vol. 600, no. 1-2, pp. 46–57, 2007.
[27] H. Erxleben and J. Ruzicka, “Atomic absorption spectroscopy
for mercury, automated by sequential injection and miniatur-
ized in lab-on-valve system,” Analytical Chemistry, vol. 77, no.
16, pp. 5124–5128, 2005.
[ 2 8 ]C .G .A m o r i m ,R .C .S o u z a ,A .N .A r a ´ ujo, M. C. B. S. M.
Montenegro, and V. L. Silva, “SI lab-on-valve analysis of his-
tamine using potentiometric detection for food quality con-
trol,” Food Chemistry, vol. 122, no. 3, pp. 871–876, 2010.
[29] X. Yang and H. Zhang, “Sensitive determination of kojic acid
in foodstuﬀs using PVP (polyvinylpyrrolidone) modiﬁed ace-
tylene black paste electrode,” Food Chemistry, vol. 102, no. 4,
pp. 1223–1227, 2007.
[30] J. Q. Chen, W. Gao, and J. F. Song, “Flow-injection determina-
tion of iron(III) in soil by biamperometry using two indepen-
dent redox couples,” Sensors and Actuators B, vol. 113, no. 1,
pp. 194–200, 2006.
[31] C. Zhao, J. Song, and J. Zhang, “Flow-injection biamperome-
try of pyrogallol compounds,” Talanta, vol. 59, no. 1, pp. 19–
26, 2003.